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Nama Alat / Equipment

Merek / Brand

Tipe / Type

No. Seri / Serial Number

No. Fasilitas / Facility no.

No. Kode Kalibrasi / Calibration Code
Lokasi & Bidang / Location & Dept.
No. Protap Cara Kalibrasi / SOP
Kalibrator yang digunakan / Calibrator

Tanggal Kalibrasi Kalibrator / Cal. date of
Calibrator

Tanggal Rekalibrasi kalibrator / Recal.
date of Calibrator

Suhu ruangan | Room Temperature
Kelembaban udara / RH

Tanggal kalibrasi / Date

Nama Petugas / Name

“Oven / Incubator / Autoclave / Refrigerator / Waterbath *)

Time

Temperature (°C)

(minute) Display

Thermocouple

Keterangan / Note :

Pengukuran pada suhu/

Temp. Measurement

Temp. Setting

Rata-rata Display /

Average Temp.of display
Rata-rata Termokopel / .
Average Temp. of Thermocouple

Koreksi | Correction
Persyaratan / Requirement

+

°C
°C
°C
°C
°C
°C

Kesimpulan / Tanda tangan /
Conclusion Signature
Asst.
............. Manager




